A simplified phosphorus analysis technique.
A simplified method for the analysis of total P(TP), total dissolved P(TDP) and dissolved reactive P (DRP) in multiple water samples has been developed. The reported modification utilizes a single digestion reagent and a single "mixed reagent" to eliminate neutralization, transfer and dilution steps normally required in total P analyses. The method results in a 70 percent decrease in analysis time for multiple samples, a reduction in the glassware required, and about a 30 percent increase in sensitivity. The method can be directly applied to water samples with P levels of 2 to 1100 ug P/l. Reproducibility and precision measurements compare to or exceed commonly used P techniques.